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Abstract
Introduction:  One  of  the  problems  observed  in  pure-tone  audiometry  tonal  has  been  the  varia-
tion in  test  results  of  a  same  individual,  particularly  at  frequencies  of  4  kHz,  6  kHz  and/or  8  kHz.
Improper placement  of  headphones  is  one  of  the  factors  that  can  cause  alterations  in  results.
Objective: To  compare  differences  in  auditory  thresholds  using  earphones  positioned  by  the
examiner  and  by  the  worker.
Methods:  Clinical  and  experimental  study  conducted  in  2009,  with  324  workers  aged  between
19 and  61  years,  with  a  mean  of  33.29  years  and  mean  exposure  time  of  7.67  years.  All  subjects
were familiar  with  audiometry  procedures.  Auditory  thresholds  were  obtained  at  frequencies
of 0.25--8  kHz,  with  earphones  positioned  by  the  examiners,  and  at  frequencies  of  4,  6  and
8 kHz,  with  earphones  placed  by  workers  in  a  comfortable  position,  following  the  examiner’s
instructions.  The  thresholds  obtained  in  these  two  situations  were  compared.
Results: The  three  frequencies  exhibited  better  responses  with  earphones  placed  by  the  work-
ers themselves  (p  <  0.001).  At  a  frequency  of  8  kHz  a  greater  difference  was  found  (p  <  0.001),
with a  mean  of  13.89  dB  and  standard  deviation  of  6.07  dB.
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Conclusion:  Earphone  placement  by  the  workers  themselves  under  supervision  of  the  examiner
results in  improved  mean  auditory  thresholds  at  frequencies  of  4,  6  and  8  kHz,  the  last  one
signiﬁcantly  higher  than  the  other  two.
© 2015  Associac¸ão  Brasileira  de  Otorrinolaringologia  e  Cirurgia  Cérvico-Facial.  Published  by
Elsevier Editora  Ltda.  All  rights  reserved.
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Audiometria  de  tons
puros;
Limiar  auditivo;
Saúde  do  trabalhador
O  posicionamento  dos  fones  de  ouvido  e  as  variac¸ões  dos  limiares  auditivos
Resumo
Introduc¸ão:  Um  dos  problemas  observados  na  audiometria  tonal  é  a  variac¸ão  nos  resultados
de testes  de  um  mesmo  indivíduo,  sobretudo  nas  frequências  de  4,  6  e/ou  8  kHz.  A  colocac¸ão
indevida  dos  fones  é  um  dos  fatores  que  podem  causar  alterac¸ões  nos  resultados.
Objetivo:  Comparar  as  diferenc¸as  nos  limiares  auditivos  com  os  fones  posicionados  pelo  exam-
inador e  pelo  paciente.
Método:  Estudo  clínico  e  experimental  realizado,  em  2009,  com  324  trabalhadores,  com  idade
entre 19  e  61  anos,  média  de  29,33  anos  e  tempo  médio  de  exposic¸ão  ao  ruído  de  7,67  anos;  todos
familiarizados  com  os  procedimentos  da  audiometria.  Os  limiares  auditivos  foram  obtidos  nas
frequências  de  0,25  a  8  kHz,  com  os  fones  colocados  pelos  examinadores;  e  nas  frequências  de
4, 6  e  8  kHz  com  os  fones  colocados  pelos  trabalhadores  em  posic¸ão  de  conforto,  sob  orientac¸ão
do examinador.  Os  limiares  obtidos  nas  duas  situac¸ões  foram  comparados.
Resultados:  As  três  frequências  apresentaram  melhores  respostas  com  os  fones  colocados
pelos próprios  indivíduos  (p  <  0,001).  Na  frequência  de  8  kHz  foi  encontrada  a  maior  diferenc¸a
(p <  0,001),  com  média  de  13,89  dB  e  desvio  padrão  de  6,07  dB.
Conclusão:  A  colocac¸ão  dos  fones  de  ouvido  pelos  próprios  trabalhadores,  sob  supervisão  dos
examinadores,  resulta  na  melhora  dos  limiares  auditivos  médios  nas  frequências  de  4,  6  e  8  kHz,
sendo esta  última  signiﬁcativamente  maior  que  as  demais.
© 2015  Associac¸ão  Brasileira  de  Otorrinolaringologia  e  Cirurgia  Cérvico-Facial.  Publicado  por
Elsevier Editora  Ltda.  Todos  os  direitos  reservados.
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Since  pure-tone  audiometry  depends  directly  on  the
response  of  the  individual,  a  number  of  variables  must  be
controlled  during  the  process.  It  must  be  conducted  using
standardized  criteria,  such  as  the  cabin  and  equipment  duly
calibrated  according  to  Regulatory  Guideline  No.  7  (NR7),
annex  I,  item  II,  amended  by  Decree  No.  19,  of  April  19,
1998,  of  the  Department  for  Work  Health  and  Safety  of  the
Ministry  of  Labor  and  Employment.1 Thus,  it  is  indispens-
able  that  there  be  an  interval  between  tones  to  prevent  the
possible  effects  of  a  temporary  change  in  threshold  from  fal-
sifying  the  results  of  sequential  audiograms,  which  provide
data  on  progressive  hearing  loss  over  time.2
One  of  the  problems  has  been  the  variation  in  pure-tone
auditory  thresholds  observed,  related  to  the  change  in  test
results  of  a  same  individual,  particularly  at  frequencies  of
4  kHz,  6  kHz,  and/or  8  kHz.  It  is  important  to  underscore  that
since  1965,  a  number  of  authors  have  shown  that  instability
in  hearing  test  results  can  be  provoked  not  only  by  factors
intrinsic  to  the  individual,  but  also  by  those  related  to  the
methodology  adopted.3--6
The  inadequate  placement  of  earphones  may  cause
erroneous  alterations  in  results,  owing  to  discomfort  and
consequent  lack  of  attention  paid  by  the  workers  themselves
and/or  effect  of  this  poor  positioning  on  acute  frequencies
t
a
bhen  the  supra-aural  phone  exerts  pressure  on  the  auricular
avilion.7 Additional  factors  may  also  affect  the  validity  and
eliability  of  the  audiogram,  such  as  lack  of  equipment  cali-
ration,  inappropriate  test  setting,  position  of  the  worker
uring  the  test,  inadequate  instructions,  false  responses,
nd  the  learning  effect.8
Studies  that  show  the  variability  of  audiometric  test
esults  between  the  exams  of  a  same  individual,  mainly
or  frequencies  between  4  kHz  and  8  kHz,  remain  scarce.
ome  studies  compare  variations  in  audiometric  thresholds
etween  genders,  age,  time  of  employment,  and  occu-
ational  function.9 When  the  test  is  aimed  at  monitoring
ccupational  hearing,  it  is  important  that  this  variability  be
inimized  by  obtaining  accurate  results,  in  order  to  avoid
naccurate  hearing  loss  measurement,  the  respective  con-
equence  for  the  worker,  and  the  costs  of  work-related
njuries.
The  sequential  audiometric  test,  for  occupational  pur-
oses,  is  used  as  an  epidemiological  surveillance  instrument
o  detect  and  monitor  job-related  hearing  alterations;  its
ethodology  must  include  quality  control  to  minimize  the
nterference  of  variables  on  the  results  of  the  same  individ-
al.  The  variations  in  auditory  threshold  observed  between
he  test  used  as  reference  and  the  sequential  test  must  be
nalyzed  according  to  the  worsening  criterion  established
y  Decree  19  of  the  Ministry  of  Labor.  In  this  respect,
6c
s
h
s
m
a
b
i
n
c
t
o
r
t
h
e
a
S
s
o
o
r
i
m
a
p
p
f
w
t
t
M
T
s
ﬁ
p
a
s
s
s
(
w
H
v
a
w
t
u
A
w
s
a
r
s
w
T
t
t
F
b
t
r
c
a
o
e
a
p
e
F
q
i
t
e
E
R
P
a
M
o
t
w
o
d
e
s
e
e
w
level  for  a  frequency  of  8  kHz,  as  shown  in  Figs.  1 and  2.
Student’s  t-test  for  independent  samples  was  applied
to  the  results  of  both  ears  and  showed  no  signiﬁcant
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omparison  analysis  deﬁned  by  this  Decree  considers  as
uggestive  of  triggering  and/or  worsening  of  noise-induced
earing  loss  (NIHL)  whenever  comparison  between  the
equential  and  reference  tests  shows  a  difference  between
ean  auditory  thresholds,  at  frequencies  of  3  kHz;  4  kHz,
nd/or  6  kHz  greater  than  or  equal  to  10  dB  HL,  or  worsening
y  more  than  15  dB  HL.1 According  to  the  Decree,  this  is  an
ndicator  that  adverse  conditions  in  the  environment  are
ot  controlled  and  that  preventive  actions  must  be  taken.
In  this  context,  different  sequential  test  results  hinder
omparative  analysis,  and  may  indicate  discrepant  ﬁndings
hat  preclude  conclusive  analysis  or  triggering  or  worsening
f  hearing  loss  not  compatible  with  reality,  and  does  not
eﬂect  the  efﬁcacy  of  the  hearing  protector.  It  is  important
o  highlight  that  the  audiometric  test  is  used  to  preserve  the
ealth  of  exposed  workers,  and  it  is  a  decisive  document  in
mployee  hiring  or  judicial  disputes  involving  hearing  dam-
ge.
Since  1974,10 the  Department  of  Labor  of  the  United
tates  (Occupational  Safety  and  Health  Assessment)  has
tressed  the  importance  of  audiometric  retests  as  a method
f  controlling  possible  errors  in  detecting  auditory  thresh-
lds,  suggesting  immediate  reassessment  to  ensure  reliable
esults  that  do  not  compromise  the  efﬁcacy  of  auditory  mon-
toring,  also  favoring  companies  that  use  a  safety  and  health
anagement  system  based  on  international  standards  such
s  OHSAS  18001.
Thus,  the  aim  of  the  present  study  was  to  compare
ure-tone  auditory  thresholds,  obtained  by  workers  who
ositioned  the  earphones  themselves,  as  per  instructions
rom  the  audiologist,  with  those  obtained  when  earphones
ere  placed  solely  by  the  health-care  professional.  Addi-
ionally,  the  study  aimed  at  observing  variations  in  auditory
hresholds  obtained  after  a  second  assessment.
ethods
his  is  a  cross-sectional  study  conducted  at  two  facilities
pecialized  in  occupational  audiology  and  consultancy  in  the
eld  of  worker  health  in  Recife,  Brazil.  The  sample  was  com-
osed  of  324  workers  (both  sexes)  from  a  wide  range  of  job
reas  (call  centers,  printing,  transport,  food,  steel,  port,
ecurity,  drivers,  furniture,  hydroelectric,  among  others).
To  avoid  selection  bias,  individuals  whose  audiograms
howed  conductive  or  mixed  hearing  alterations  and/or  pre-
ented  with  visible  collapse  of  the  external  acoustic  meatus
EAM)  were  excluded.  Audiograms  were  considered  normal
hen  auditory  threshold  was  less  than  or  equal  to  25  dB  (dB
L).1 Furthermore,  workers  enrolled  in  a  hearing  loss  pre-
ention  program,  with  more  than  one  audiogram  performed,
nd  with  a  comparison  of  results  showing  response  variations
ere  selected.
To  determine  the  auditory  thresholds  of  the  experimen-
al  group,  the  descending  technique  at  10  dB  intervals  was
sed  until  the  individual  no  longer  responded  to  the  sound.
t  this  intensity,  the  ascending  technique  at  5  dB  intervals
as  used  until  the  individual  could  once  again  detect  the
ound.  In  the  ﬁrst  test,  one  of  the  participants  was  assessed
t  frequencies  between  0.25  kHz  and  8  kHz,  with  a  minimum
est  period  of  14  h.  The  same  criteria  were  adopted  in  the
econd  test,  but  only  frequencies  between  4  kHz  and  8  kHz
F
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ere  assessed.  A  duly  calibrated  GSI-64  audiometer,  with
DH-50  earphones  was  used  in  the  experiments,  in  addi-
ion  to  prior  inspection  of  the  external  auditory  canal  and
ympanic  membrane,  excluding  cases  of  earwax  blockage.
Earphones  were  placed  alternately  in  tests  one  and  two.
or  the  ﬁrst  worker,  in  test  one,  the  earphones  were  placed
y  the  examiner,  while  in  test  two  they  were  placed  by
he  worker,  under  guidance  of  the  examiner.  The  order  was
eversed  for  the  next  worker.  Test  and  retest  results  were
ompared  for  intensity  in  dB  HL  and  frequency,  before  and
fter  earphone  repositioning.
The  order  of  frequency  presentation,  choice  of  ear,  and
rder  of  retest  were  random  for  each  individual,  in  order  to
liminate  interference  from  tiredness  and  learning.
Data  analysis  was  conducted  by  absolute  and  percent-
ge  distribution  of  descriptive  statistics  measures,  using  the
aired  Student’s  t-test  with  unequal  variances.  The  hypoth-
sis  of  equal  variances  was  carried  out  using  Levene’s  F-test.
inally,  ANOVA  was  applied  to  test  differences  between  fre-
uencies,  and  Tukey’s  test  for  pair  wise  comparison  was  used
n  order  to  observe  possible  signiﬁcant  differences  between
he  frequencies  studied.  A  signiﬁcance  level  of  p  <  0.05  was
stablished  using  SPSS  v.  21.  The  study  was  approved  by  the
thics  Committee,  under  registration  No.  199/09.
esults
articipants  were  aged  between  19  and  61  years,  with
 mean  of  33.29  years  and  standard  deviation  of  10.41.
ost  (65.1%)  had  completed  secondary  school.  Analysis
f  audiometric  distribution,  after  conﬁrmation  of  auditory
hresholds,  revealed  that  75%  exhibited  auditory  thresholds
ithin  the  normal  range  and  25%  had  an  altered  thresh-
ld  in  at  least  one  of  the  frequencies.  Auditory  threshold
istribution  by  frequency,  comparing  the  ﬁrst  and  second
xam,  irrespective  of  who  placed  the  earphones,  showed  no
tatistically  signiﬁcant  differences,  with  a  p-value  of  0.456.
The  distribution  of  mean  auditory  thresholds  in  the
xperimental  group  between  tests  and  retests,  for  both
ars,  was  better  after  earphones  were  repositioned  by  the
orkers  themselves,  with  a  greater  difference  in  intensityExaminer Worker
igure  1  Distribution  of  mean  auditory  thresholds  in  the
xperimental  group  between  tests  and  retests  in  the  right  ear.
Positioning  of  earphones  and  variations  in  auditory  thresholds  
35
40
30.01 32.52 30.69
17.21
22.5721.82
30
25
20
15
10
5
0
4kHz 6kHz
Examiner Worker
Frequency
Left ear
M
ea
n 
au
di
to
ry
 th
re
sh
ol
ds
(dB
HL
)
8kHz
Figure  2  Distribution  of  mean  auditory  thresholds  in  the
experimental  group  between  tests  and  retests  in  the  left  ear.
Table  1  Mean  standard  deviation  of  altered  and  nor-
mal audiograms  according  to  individual  who  placed  the
earphones.
Frequencies  (kHz) Hearing  threshold
Mean  (dB)  ±  SD
4  kHz
Earphones  placed  by  the  examiner  28.42  ±  4.10
Earphones  placed  by  the  worker  20.52  ±  4.97
Difference  7.89  ±  2.53
p-Value  p  <  0.001
6 kHz
Earphones  placed  by  the  examiner  31.60  ±  8.72
Earphones  placed  by  the  worker  21.52  ±  8.89
Difference  10.07  ±  5.30
p-Value  p  <  0.001
8 kHz
Earphones  placed  by  the  examiner  31.39  ±  7.87
Earphones  placed  by  the  worker  17.50  ±  9.26
Difference  13.89  ±  6.07
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differences  (p  > 0.2).  Thus,  results  were  obtained  for
frequency,  irrespective  of  which  ear  was  tested.
Finally,  the  Student’s  t-test  for  paired  samples,  applied  to
the  results  obtained  with  the  earphones  placed  by  the  exam-
iner,  and  those  with  the  earphones  placed  by  the  workers
themselves  according  to  examiner  instructions,  showed  sta-
tistical  differences  for  the  three  frequencies  studied,  with
p-value  <  0.001,  as  shown  in  Table  1.
The  ANOVA  test  revealed  the  existence  of  statistically  sig-
niﬁcant  differences  in  frequencies  depending  on  who  placed
the  earphone  (p  <  0.001).  Tukey’s  post  hoc  test,  however,
revealed  signiﬁcantly  greater  differences  for  8  kHz  than  for
the  two  others  under  study.Discussion
The  ﬁrst  point  to  discuss  is  the  choice  of  frequencies  ana-
lyzed.  It  was  decided  to  study  only  4  kHz,  6  kHz,  and  8  kHz,
o
c
f645
ince  they  exhibit  shorter  wavelengths  and  are  therefore
ore  susceptible  to  interference  because  of  earphone
lacement.  Moreover,  two  of  these,  4  kHz  and  6  kHz,  are
ery  important  in  determining  noise-induced  hearing  loss,
ccording  to  Brazilian  labor  law  (INSS/DAF/DSS  No.  608,
f  August  5,  1998),  whose  text  states  that  hearing  loss
redominates  at  frequencies  of  6000,  4000,  and/or  3000  Hz,
rogressing  slowly  at  8000,  2000,  1000,  500,  and  250  Hz.11
The  fact  that  workers  are  familiar  with  the  annual
udiometry  test  procedures  and  have  high  education  lev-
ls  may  have  minimized  possible  sample  selection  biases.
urthermore,  the  literature  contains  many  studies  that
how  no  differences  between  auditory  thresholds  in  tests
nd  retests,  when  variables  are  controlled  by  familiarized
orkers,  or  when  different  earphones  are  placed  by  the
xaminer.12 Similarly,  the  results  obtained  in  the  present
tudy  showed  no  statistically  signiﬁcant  differences  between
ests  and  retests,  irrespective  of  who  placed  the  earphones.
However,  the  present  study  sought  to  ensure  earphone
omfort  when  placed  by  the  workers  themselves,  a  key
eterminant  for  better  sound  transmission  at  short  wave-
engths,  enhanced  attention,  and  consequently  improved
uditory  thresholds.4--6
In  this  respect,  the  ﬁndings  of  the  present  study  corrob-
rate  those  obtained  in  a  clinical  study  showing  signiﬁcant
ifferences  in  audiological  tests  and  retests  also  at  frequen-
ies  of  6  kHz  and  8  kHz,10 and  in  other  studies  demonstrating
ollapse  of  the  external  acoustic  meatus  due  to  poor  ear-
hone  placement.13--16
The  differences  found  between  the  two  forms  of  ear-
hone  placement,  in  the  two  different  tests,  varied  between
.89  dB  and  13.89  dB,  corroborating  studies  with  the  same
requencies,  which  found  differences  between  15  dB  and
0  dB  for  high-pitched  sounds.17,18
Finally,  in  relation  to  the  other  two  frequencies  studied,
he  differences  in  the  8  kHz  frequency,  which  reached  an
verage  of  13.89  dB,  may  be  related  to  its  shorter  wave-
ength,  because  the  higher  the  frequency,  the  shorter  its
avelength  and  the  greater  the  interference,  due  to  col-
apse  or  poor  earphone  placement.8
According  to  Ministry  of  Labor  Decree  19,  a  variation  of
0  dB  or  15  dB  must  be  considered  when  comparing  between
eference  and  sequential  tests,  since  it  indicates  a  sig-
iﬁcant  change  in  auditory  threshold,  either  triggering  or
xacerbating  the  disease;  i.e.,  it  allows  the  physician  to
nfer  that  the  individual  is  becoming  ill.  Thus,  a  false  result
ompromises  the  prevention  program  established  by  compa-
ies  to  reduce  the  number  of  accidents,  especially  those  put
n  practice  in  a  health  and  safety  management  system  in  the
orkplace  based  on  international  standards,  such  as  OHSAS
8001.  These  international  standards  use  tools  to  systemat-
cally  control  and  improve  health  and  safety  performance
evels  at  work.1
Thus,  contradictory  results  between  sequential  and  ref-
rence  tests  must  be  avoided,  since  they  may  lead  to
ncorrect  interpretations  of  worker  health,  efﬁcacy  of  the
IHL,  and  accidents,  with  all  the  consequences  that  these
spects  represent  to  workers  and  the  company.Therefore,  inadequate  diagnosis  of  the  auditory  proﬁle
f  workers,  with  an  increase  in  false  positive  epidemiologi-
al  results,  may  lead  to  an  overestimation  of  the  health  risks
aced  by  workers,  thereby  raising  the  accident  rate  in  the
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146  
ompany.  According  to  the  Brazilian  Social  Security  Institute
Instituto  Nacional  do  Seguro  Social  [INSS]),  work-related
earing  loss  represents  a  technical  epidemiological  link,  sug-
esting  that  the  degree  of  workplace  safety  in  a  company  is
ot  satisfactory,  which  could  increase  social  security  con-
ributions  related  to  environmental  risk.
Finally,  given  the  limitations  of  the  present  study,  owing
o  the  speciﬁc  group  of  workers,  their  familiarization  with
he  exam,  and  high  education  levels,  caution  must  be  exer-
ised  when  generalizing  the  results  to  other  groups.
onclusion
arphone  placement  by  workers,  under  examiner  super-
ision,  resulted  in  better  mean  auditory  thresholds  at
requencies  of  4  kHz,  6,  kHz,  and  8  kHz,  the  latter  signiﬁ-
antly  higher  than  the  other  two.
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